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%} ﬁ FREQUENTLY ASKED QUESTIONS ABOUT IIDs

WHAT IS AN IID?

Breath alcohol ignition interlock devices (IIDs or BAIIDs) are installed in a vehicle’s ignition and uses alcohol-
specific sensors to measure the driver’s breath alcohol concentration. The 1D allows the vehicle to be operated
when the driver’s breath alcohol concentration is below the setpoint of 0.02%. This is also the Prohibited

Alcohol Concentration (PAC) ordered when an individual is convicted of OWI in Wisconsin.

All breath alcohol ignition interlock devices approved for use in Wisconsin must meet specifications
established by the National Highway Traffic Safety Administration (NHTSA) and WisDOT. Devices are evaluated
to ensure that they meet Wisconsin safety and functionality requirements in Wisconsin Administrative Code

Chapter Trans. 313.

e Asample below the setpoint is required to start the vehicle and at random intervals during vehicle use.

e |IDs are leased from and installed by an IID service provider for the duration of the restriction time
requirement, as determined by the convicting court.

e Devices must be calibrated (at a minimum) every 60 days. If a device does not receive service by the end
of the 60-day period, a seven-day lockout timer will initiate to remind the driver to receive service. After
the seven-day timer runs out, the device will enter permanent lockout mode and the vehicle will become

immobile.

Each device is comprised of four components:

1. Handset with mouthpiece(s), used for operation
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Camera, mounted to the windshield or dashboard
Control unit, installed inside the vehicle
Cellular modem, to wirelessly transmit data in near-real time

There are currently four approved vendors that offer ignition interlock devices for court order compliance:

Vendor Model Website Toll-Free
Intoxalock 1001A Intoxalock 877-262-6481
LifeSafer L-250 LifeSafer 888-957-7396

Low Cost 844-387-0326
Low Cost LCI-777
Wisconsin Interlock 888-444-7485
SSI120/20
SmartStart SS120/35 SmartStart 888-234-0198
SSI Flex
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